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Abstract—Bone Anchored Hearing Implants (BAHI) are 
routinely used in patients with conductive or mixed hearing loss, e.g. 
if conventional air conduction hearing aids cannot be used. New 
sound processors and new fitting software now allow the adjustment 
of parameters such as loudness compression ratios or maximum 
power output separately. Today it is unclear, how the choice of these 
parameters influences aided speech understanding in BAHI users. 
In this prospective experimental study, the effect of varying the 
compression ratio and lowering the maximum power output in a 
BAHI were investigated. 
Twelve experienced adult subjects with a mixed hearing loss 
participated in this study. Four different compression ratios (1.0; 1.3; 
1.6; 2.0) were tested along with two different maximum power output 
settings, resulting in a total of eight different programs. Each 
participant tested each program during two weeks. A blinded Latin 
square design was used to minimize bias. 
For each of the eight programs, speech understanding in quiet and 
in noise was assessed. For speech in quiet, the Freiburg number test 
and the Freiburg monosyllabic word test at 50, 65, and 80 dB SPL 
were used. For speech in noise, the Oldenburg sentence test was 
administered. 
Speech understanding in quiet and in noise was improved 
significantly in the aided condition in any program, when compared 
to the unaided condition. However, no significant differences were 
found between any of the eight programs. In contrast, on a subjective 
level there was a significant preference for medium compression 
ratios of 1.3 to 1.6 and higher maximum power output. 
 
Keywords—Bone Anchored Hearing Implant, Compression, 
Maximum Power Output, Speech understanding.  
I. INTRODUCTION 
PPROXIMATLY 10% of the population in industrialized 
countries suffer from a substantial hearing loss [1], [2]. 
Depending on the aetiology and degree of the hearing loss, 
several therapeutic options are open. The most common 
therapy are conventional or air conduction hearing aids, where 
the incoming sound is amplified, processed according to the 
hearing loss of the user and emitted through a miniature 
speaker into the external auditory canal. 
A different therapeutic option is the use of a Bone 
Anchored Hearing Implant system (BAHI). A BAHI consists 
of a percutaneous, osseointegrated titanium implant placed 
behind the ear and an externally worn sound processor, which 
can be attached and removed by the user (Fig. 1). In these 
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systems, sound is transmitted directly through the implant to 
the skull and ultimately to the inner ear (bone conduction) and 
not through the external auditory canal. BAHIs are used for 
patients who cannot use conventional hearing or who do not 
obtain a sufficient benefit from conventional hearing aids due 
to e.g. a missing auditory canal (atresia), other malformations, 
draining ears, chronic ear infections, or other forms of 
conductive hearing loss. BAHIs have been shown repeatedly 
to improve hearing, speech understanding and the quality of 
life of the users substantially [3]–[8]. 
 
  
Fig. 1 A Bone Anchored Hearing Implant (BAHI) System. Left hand 
side: Patient with a percutaneous titanium implant. Right hand side: 
the same patient with a Baha BP100 sound processor (Cochlear Inc., 
Sweden) attached to it 
 
Until recently, signal processing in BAHI systems used to 
be relatively basic, with a mostly linear amplification and 
limited possibility to adjust the frequency response and the 
overall gain of the system. As a consequence, sound 
processors were fitted by simply adjusting potentiometers with 
a screwdriver. 
With the advent of digital and digitally programmable 
sound processors for BAHI systems, such as e.g. the Baha 
BP100 (Cochlear Bone Anchored Solutions AB) in 2010, the 
signal processing and fitting options have increased 
substantially. In these processors, gain and loudness 
compression can be adjusted in 10 audiologist accessible 
frequency channels, and several other options, such as 
feedback reduction and directionality (none, fixed or adaptive) 
of the two-microphone frontend can be activated and adjusted 
according to the specific needs of the user. Fitting of this new 
generation of sound processor is performed using product 
specific fitting software [7]. With the new fitting options, two 
important parameters can be adjusted separately: the 
maximum power output (MPO) and the compression ratio 
(CR). The MPO is the highest sound level which can be 
generated by the sound processor and is hardware related. In 
BAHIs, higher MPOs generally require larger transducers and 
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Hearing speech in quiet and in noise with a bone anchored 
hearing implant system (BAHI) is not significantly affected 
with varying compression ratios in the range of 1.0 to 2.0, in 
patients with mixed hearing loss. Furthermore, no substantial 
impact on speech understanding by the reduction of the MPO 
by 5 dB was found in this group. In contrast, subjectively, 
medium compression ratios in the order of 1.3 to 1.6 and a 
higher MPO were preferred. 
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